Monitoring of flash visual evoked potentials during neurosurgical operations.
In summary, our results suggest that flash VEP monitoring is not specific for visual acuity and has not proved helpful as an intraoperative warning system. The future challenge will be to devise a method which activates only those fibers specific to visual acuity and which provides reproducible and reliable information quickly enough that adjustments in patient management can be made.